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High intensity focused ultrasound (HIFU)Dynamics of acoustically driven microbubbles in ultrasonic fields are known to be complex
and uncontrollable phenomena indicative of a highly active nonlinear as well as chaotic
behavior. In this paper, a method based on Slave–Master Feedback (SMF) to suppress
unstable radial oscillations of contrast agents is presented. In the proposed control process,
the encapsulated microbubbles as the slave system is coupled with a dynamical system as
the master, so that the output of the coupled system is able to produce a stable oscillation.
A great virtue of this control technique is its flexibility. In comparison with existing tech-
niques, the present dynamical chaos control method does not need to know more than one
variable. The numerical results show its strong impact on reducing the chaotic oscillations
to regular ones.
 2014 Elsevier Inc. All rights reserved.1. Introduction
In medical sector ultrasound is used in different domains and the application of ultrasound contrast agents (UCAs) is one
of the promotion sectors. UCAs are constituted from microbubbles filled with gas by a stabilizing layer such as albumin, poly-
mer or lipids, only a few microns in diameter (1- to 10-lm diameter) usually administered to a patient by intravenous injec-
tion [1–3]. One of main applications of UCAs is to develop the imaging or the blood flow [4]. There were some other cases in
which the employment of microbubble is considered for therapeutic application [5–8]. Furthermore, lots of studies in differ-
ent areas investigate the microbubbles behavior in the acoustic field, but experts are still in the research stage [9–13]. A
modern therapeutic technique investigated the active controlling of the effect of the microbubbles. Therapeutic application
demanded a High Intensity Focused Ultrasound (HIFU). It is used in various therapeutic applications, such as in cancer treat-
ment [14–16] and tissue coagulation by the microbubbles heat energy [17–19]. Several investigations demonstrated that the
echoes after microbubble-assisted HIFU are different from those after HIFU. More recently, Chunga et al. [20] concerned
about the increasing effects of the microbubble contrast agent SonoVue on HIFU demolition. The authors of Ref. [21], in both
in vitro and in vivo surveys stated that a microbubble contrast agent has the ability to intensify the heating result in treating
HIFU. The dynamics of bubble formation and collapse have been studied by using several models containing the Rayleigh-
Plesset (RP), Keller and Herring models (K–H) [22]. Prosperetti and Lezzi [23] proposed the Keller–Herring model that can be
changed to other models in turn by choosing a judicious parameter. One of the primary efforts was explained by de Jong et al.
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original RP equation to consider a bubble encased through a shell. Morgan et al. [26] developed the modified Herring model
for UCAs, suggested by Vokurka [27], based on shell modeling of Church and earlier work by Glazman [28]. Macdonald et al.
[29] followed the attempts of Prosperetti and Lezzi and Morgan et al. in incorporating the effects of the shell into the K–H
equation.
Consequently, it is important to develop techniques for studying the microbubble radial stability in the distinctive situ-
ation [30–32]. For this reason, it is substantial to provide appropriate information about the microbubbles dynamics, for
finding an acceptable control process in various applications in industry. Having a proper knowledge about microbubbles
movement, is the main key of controlling chaotic behavior of the microbubble and using them. In the above-mentioned
applications, we should consider that for obtaining the best performance from a microbubble it is necessary to reduce the
chaotic oscillations, because when the motion of microbubble gets chaotic, its behavior becomes unpredictable. Therefore,
reducing chaotic oscillations could be the first step in controlling the microbubble dynamics by providing more accurate
predictions.
The main argument of the paper is the stability analysis of the encapsulated microbubble and the preference of most suit-
able control parameter for establishing an adequate control strategy based on the Slave–Master Feedback (SMF) method
[33]. Actually, we have investigated stability of the microbubble pulsations by controlling the applied acoustic amplitudes.
Dynamical frequency of the acoustic has been selected as implementation tools of SMF control method. This frequency,
which is used to stabilize the microbubble pulsations (slave system), is generated based on the continuous form of the hier-
archy of one-parameter chaotic maps (master system). Then the idea of the coupling is to use the output of the master sys-
tem to control chaotic pulsations of the slave system. An important advantage of SMF method is that it is enough to have
information only for one variable. We have studied the dynamical behavior of the UCA microbubble as a function of acoustic
pressure and initial microbubble radius, before and after applying the SMF control method. It has been shown that in some
ranges of the acoustic pressure and initial microbubble radius, the microbubble pulsations may be unstable. We demon-
strated that the dynamics of the microbubble pulsations, in these ranges, could be controlled to a periodic state by applying
the SMF control technique. All the numerical results demonstrate that, the proposed scheme for controlling chaos in the
radial response of UCA microbubbles is very effective. The proposed strategy is evaluated through the bifurcation diagrams
and the Lyapunov exponent spectra.2. Keller–Herring (K–H) models for UCA
In this study, the radial dynamics of UCA microbubble are modeled by using the general K–H equation [22], derived by
Prosperetti and Lezzi [23]. This justified equation also explains the effect of variation of the shell on the UCA behavior. This
class of models contains the elastic shell which makes the microbubble to represent nonlinear acoustic properties [35]. The
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P1ðtÞ ¼ P0 þ PacðtÞ where PacðtÞ ¼ Pasinð2pftÞ:
8<: ð2Þ
In this equation R ¼ RðtÞ is the UCA’s radius, R0 is the initial radius, lsh is the viscosity of the shell, e is the shell thickness, l is
the viscosity of the liquid, C is the non-dimensional polytropic gas constant of the gas inside the UCA, v is the shell elasticity,
r is the surface tension and PðR; _RÞ demonstrates the pressure on the liquid aspect of the interface for an isolated UCA micro-
bubble [35,36]. The expression P1ðtÞ shows the pressure in the liquid far from the microbubble, with P0 being the ambient
static pressure and PacðtÞ the acoustic forcing term. The model was solved for isolated bubble using the values of the physical
constants which represented in Table 1 for Albunex [35,24,25].
Setting the arbitrary parameter b ¼ 0 and b ¼ 1 respectively give Keller and Herring-type equation, but Prosperetti and
Lezzi [22] studied that these two equations exhibit similar characteristics. Also, It is worth noting that with letting c !1
the liquid can be considered as incompressible and then Eq. (1) reduces to the form of a Rayleigh, Plesset, Noltingk, Neppiras
and Poritsky (RPNNP) equation for bubble dynamics in an incompressible fluid [22]. Our main purpose of employing K–H
model is its ability in generating results in best way with those achieved by solving the full partial differential equations
of fluid dynamics, also it is appropriate for a wide range of amplitudes of oscillations [23]. Note that in this article we con-
centrate on the Herring model (b ¼ 1) in particular widely used in the literature [37–39] to simulate the radial response of
UCA microbubble in an acoustic pressure field.
Table 1
Constant parameters used in the general Keller–Herring equation for an ultrasound contrast agent microbubble (for a bubble/water system at 20 C).
Symbol Description Units Value
l Viscosity Ns/m2 0:001
r Surface tension N/m 0:072
c Sound velocity m/s 1481
p0 Static ambient pressure N/m
2
1:01 105
q Liquid density kg/m3 998
v Shell elasticity N/m 8
e Shell thickness m 15 109
lsh Shell viscosity Pa s 1:77
C Polytropic exponent for the encapsulated gas 1:33
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In recent years, the explanation of the modern methods of nonlinear dynamical systems has been developed in recogniz-
ing the nonlinear behavior of microbubbles and encapsulated microbubbles [35,40–43]. Lately, researchers give more atten-
tion to this investigation, so that the study of their behavior has recently been the center of attention. It is believed that this
phenomenon exhibits highly complex and chaotic dynamics both numerically [35,43,44] and experimentally [45–47]. Rec-
ognizing the values of physical parameters that determine chaotic oscillations importance which are useful in defining the
insonating field to empower enable controlled bubble in the clinical application. Most recently, the following methods of
control have been proven to be successful in the controlling chaotic oscillations of microbubble:
 Dual forcing frequency (through applying a periodic perturbation [48]).
 Varying bubble cluster size (the effects of coupling and bubble size [40]).
The first method is usually presented a technique based on using periodic perturbation to suppress chaotic oscillations of a
spherical cavitation bubble. The second method theoretically has focused on the suppression of chaos in the dynamics
behavior of a small cluster of microbubbles.
Recently, the problem of controlling chaos has been attracted [49–53]. It is appropriate to decompose the practical
attempts on chaos into scientific and technical (engineering) applications. Most of the studies confirmed that the following
methods of control are profitable in the experimental control of chaos.
 Identification of the stable and unstable directions in the Poincaré section.
 Self-controlling feedback procedure.
 Presentation of small modulation of a control parameter.
 Information of an appointed goal dynamics.
The first two methods are usually named feedback techniques and the third and last are named non-feedback methods
[49,54]. Small modulation techniques (the third method), theoretically has focused on the suppression of chaos in the
dynamics of various models. However, this method has not been proved in general [55], it includes chaotic behavior gener-
ated by error signals due to the dissimilarity between the output signal and its value at an earlier time.
Before evaluating the potential chaos control methods for a cavitation microbubble system, we should consider the
parameters of the K–H models which available to be freely exposed to the control technique. According to the result, we
determined that in order to have regular desirable behavior, one of the control parameters of the K–H models should be
modified. However, in a real world application dealing with cavitation phenomenon, we are restricted to apply changes only
to the external forcing term (PacðtÞ). The acoustic pressure amplitude and the frequency of the acoustic are determined by the
type of the application. However, despite the extensive employment of the frequency acoustic origin in applications involv-
ing cavitation microbubble phenomenon, there are no other researches about estimating the proficiency of control methods
by SMF method in a cavitation UCAs microbubble system. With reference to this event attendant improvements with
employing frequency of the acoustic, simplicity of engaging and dealing with such methods and more vitally the proven
capability of SMF method exploited in practice. In this paper, we preferred to base our control process on the stability anal-
ysis of the UCAs microbubble system by electing of most proper control parameter.
For stability analysis, it is convenient to convert the second-order differential equation (1) into an autonomous system of
first-order differential equations (see Appendix A). By considering the controlled process obey the following state equations:J
dV
dt
¼ FðV ;aÞ; ð3Þwhere Vðx; y; hÞ an autonomous vector field and aðR0; P0; Pa; f ;l;lsh; b;q; c;C; ;v;rÞ is an element of the parameter space.
This system generates a flow U={UT } on the phase space M ¼ R2  S and there exists a global map:






; VPðx; y; hÞ ! PðVPÞ ¼ fUTgjX
c
ðx;y;h0Þ
; ð4Þwith T=1f ; h0 is a constant determining the Poincaré cross-section and ðx; yÞ the coordinates of the attractors in the Poincaré
cross-section
P
c , which is defined as:X
c
¼ fðx; y; hÞ 2 R2  S1jh ¼ h0g: ð5ÞFor driven oscillators similar the microbubble model, a natural way to define
P
is to cut the torus like state space M trans-
versally to the cyclic h direction at a fixed value h0 of h [56].
The method presented by the authors however, consider the parameter f (frequency of the acoustic) as a time variant var-
iable that its variation can be described by chaotic map [34]:_f ¼ 4f  ð1 f Þ
2
ntð1 f Þ
2 : ð6ÞIn SMF control technique, UCAs microbubble dynamic system is called the slave system and another chaotic system [34] (see
Eq. (6)) is called the master system, then the idea of the coupling is to use the output of the master system to control the
slave system, so that the output of the coupled system is able to generate a stable oscillation. By considering a UCAs micro-
bubble and the control system (Eq. (6)) as a two dimensional dynamical system (Slave–Master system), the simple model for




dt ¼ FðV ; bÞ Slave system;





where nt is an arbitrary number between (0, 1), eV ðx; y; f ; hÞ an autonomous vector field and bðR0; P0; Pa;l;lsh; b;q; c;C; ;v;rÞ
is an element of the parameter space. By considering Eq. (A.1) and the control system equation (6) as a four dimensional
dynamical system the simple and suitable model for controlling the stability of the Keller–Herring bubble model, given in
Eq. (A.2). In the SMF control scheme, the system equation (1) was driven by following acoustic pressure:PdacðtÞ ¼
PacðtÞ ¼ Pasinð2pftÞ;





ð8Þwhere PdacðtÞ represents the dynamical acoustic forcing term. As this method is independent of geometrical considerations,
so it can easily be applied in high dimensional dynamical systems. So, it makes possible for us to study the interaction of the
microbubbles by a controlled technique in which we can realize the microbubble cluster better. The concept of feedback con-
trol has been re-defined by taking into account the control parameter as a variable in the time that is changeable by another
chaotic map [34], for which a new and effective control scheme has been presented.
4. Analysis tools
There are several mathematical tools available for quantifying microbubble stability ranging, the reasons to use maxi-
mum Lyapunov exponents and bifurcation structure in the absence of direct mathematical methods are:
 The maximum Lyapunov exponents, approximated computationally for a wide range of injection values, clearly indicates
the chaotic behavior of microbubble interaction dynamics.
 The computationally based bifurcation analysis illustrate that the microbubble interaction dynamics transits among dif-
ferent regions such as fixed point, chaotic attractors and intermittent behavior.
4.1. Computation of Lyapunov exponents
One of the significant ways for studying the behavior of microbubble dynamics is to calculate the Lyapunov exponent
spectrum which is a measure of the sensitivity of the system to initial conditions and the exponential rates of divergence
or convergence of nearby trajectories in state space. The Lyapunov exponents, can be considered as ‘‘dynamic’’ measures
of attractors complexity and is called ‘‘time average’’ [57]. They are helpful to characterize chaos and bifurcation that are
common as nonlinear effects in microbubble dynamics. The Lyapunov exponents are defined as follows:
Consider two nearest neighboring points (usually the nearest) in phase space at time 0 and t, with distances of the points
in the i th direction kdxið0Þk and kdxiðtÞk, respectively. The Lyapunov exponent is then defined through the average growth
rate ki of the initial distance,kdxiðtÞk
kdxið0Þk
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 If k < 0 the trajectories go close to each other ! stable radial oscillation.
 If k ¼ 0 the orbits maintain their relative positions, they are on a stable attractor.
 If k > 0 implies that the orbit never falls within the basin of attraction of any periodic orbits! unstable radial oscillation
(chaotic behavior).
In the chaotic region, this demonstrates neighboring points with infinitesimal differences at the initial state suddenly sep-
arated from suddenly state separation in the ith direction [58]. On the other hand, even if the initial states are nearby, the
final states are very different. Hence this phenomenon is sometimes named sensitive dependence on initial conditions. Com-
monly, Lyapunov exponents (k) can be extracted by observed signals in following different method:
 Based on the opinion of following the time-evolution of nearby points in the state space.
 Based on the estimation of local Jacobi matrices.
The first method is usually called Wolf algorithm [59] and it provides an estimation of the largest Lyapunov exponent only.
The second method is capable of estimating all the Lyapunov exponents. Using one of these methods, the Lyapunov exponent
is calculated rather than a given control parameter. So, there is a little increase in value of the control parameter and the
Lyapunov exponent is calculated for the new control parameter. By continuing this method the Lyapunov exponent spec-
trum of the microbubble dynamics system is plotted versus the control parameter.
4.2. Bifurcation diagrams
Period doubling, quasi-periodicity and intermittency are well known routes of transition from periodic to chaotic behav-
ior with their origins in local bifurcations. A qualitative change in the dynamical behavior of a system, such as dynamics of
microbubbles in ultrasonic fields, when a parameter of the system is varied, is called a bifurcation. As it is known, a appro-
priate method of studding bifurcation is by bifurcation diagram, in that, it provides a helpful insight into the transition
between different types of behavior that can occur as one parameter of the system alters.
In this paper, the dynamical behavior of the microbubble radial oscillations is studied by plotting the bifurcation diagrams
of the normalized radius of the microbubble in comparison with different control parameters. The analysis of the bifurcation
diagram was carried out in the Poincaré section (P). To choose the appropriate Poincaré section, we use the general technique
of setting one of the phase space coordinates to zero. In our analysis the following condition was used:P  maxRfðR; _RÞ : _R ¼ 0gwhich gives the maximal radius from each acoustic period. Also, this condition was used to plot the bifurcation diagram of a
cavitation bubble in [60]. In order to generate the bifurcation points, the equation of the microbubble motion was solved
numerically for 900 acoustic cycles of the lower frequency and then a Poincaré section was constructed. By considering just
the last 300 cycles convinces that the initial transient behavior is eliminated. For creating bifurcation diagram:
 On the x-axis plotted a bifurcation parameter which is varied.
 On the y-axis plotted the asymptotic behavior of a sampled state parameter as discrete point ( RR0).
After the system reached its steady state, up to 600 orbits of RR0 in the condition of h0 ¼ 0 Poincaré section, were plotted in the
bifurcation diagram versus microbubble control parameter. This method continued through increasing the control parame-
ter and the new resulting discrete points were plotted in the bifurcation diagram versus the new control parameter. For a full
discussion on the bifurcation diagram, and Lyapunov exponent spectrum their utilization in order to study the microbubble
dynamics, one can refer to [56,61].
5. Results and discussions
5.1. Presenting the dynamics of K–H model for UCA
5.1.1. Effect of acoustic pressure
We examine the stability of an microbubble [24,25] in ultrasonic field by considering the driving pressure amplitude and
the initial radius of the microbubble. Radial motion of single UCA microbubble dynamics is investigated versus a prominent
domain of acoustic pressure from 10 kPa to 2 MPa. Fig. 1(a) and (b) shows the bifurcation diagrams of the normalized UCA
microbubble radius when acoustic pressure of the UCA is taken as the control parameter with the frequency of 3 MHz for
several values of initial radii of the UCA which are 3 and 5 lm, respectively, which stable and chaotic pulsations can be
observed in each. Fig. 1 shows the chaotic oscillations of UCA appeared by increasing the values of applied pressure and
the microbubble demonstrates more chaotic oscillations as the pressure is intensifying (Fig. 1(a) and (b)). According to
Fig. 1. Bifurcation diagrams of normalized UCA microbubble radius versus pressure ((a) and (b)) and initial radius ((c) and (d)) while, (a) driving frequency
is 3 MHz and the initial radius is 3 lm, (b) driving frequency is 3 MHz and the initial radius is 5 lm, (c) driving frequency is 2 MHz and the pressure is
1.5 MPa, (d) driving frequency is 2 MHz and the pressure is 2 MPa.
S. Behnia et al. / Applied Mathematics and Computation 245 (2014) 404–415 409Fig. 1, the magnitude of pulsations decreases significantly and chaotic region becomes smaller when the initial radius of the
microbubble is increasing. The results are in agreement with the previous studies [35,43].
5.1.2. Effect of initial microbubble radius
In this section, we examine the variation of initial radius on microbubble dynamics by considering the initial radius as a
control parameter. In Fig. 1(c) and (d) we can see the motion of microbubble in ultrasonic fields when driven by the fre-
quency limited 2 MHz and the applied pressure amplitude is 1.5 and 2 MPa, respectively. It is observed that the microbubble
behavior is stable for low values of pressure. From the results, it can be understood that the motions of microbubble can be
chaotic or stable in particular ranges. The results are in agreement with the previous studies, clearly highlighting that micro-
bubbles are dependent on the driving frequency variations [35,41–43]. Most of the results demonstrate the uncontrollable
and chaotic motion in UCA microbubble dynamics. In dissimilar situations and values for controlling parameters such as:
pressure, frequency and the initial bubble radius, microbubble shows various motions and oscillations by themselves and
in addition they change their motion from one type to another. This involves simple period one, transformation by period
doubling bifurcation to period two, successive period doublings leading to chaos and high periods, symmetry breaking tran-
sition and etc. In order to keep away from forcing dynamical results, it is essential to use control techniques for reducing the
chaotic oscillations.
5.2. Dynamics of a encapsulated spherical microbubble in presence of SMF control process
In the previous subsection our numerical simulation explicated that the radial oscillations of a contrast agent microbub-
ble can have chaotic behavior. These results reveal that the chaotic oscillations of UCA under the action of an ultrasound field
can be used to distinguish stable and unstable regions of microbubble pulsations and the expansion ratio of the UCA. In order
to streamline the manifestation of the technique efficiency in suppressing chaos, a few chaotic zones have been chosen as
samples to be subjected to the SMF control method. For the correlated zones the dynamical behavior of the microbubble
was analyzed before and after the control process. This is done through computing its bifurcation diagram, the correspond-
ing Lyapunov spectrum, Poincaré section of the phase space and time series. The results are depicted in Figs. 2–6.
5.2.1. Effect of acoustic pressure through applying SMF technique:
The first sample (pressure-bifurcation diagram of microbubble) is presented in Fig. 2 (blue points). It belongs to a
microbubble with initial radius of 5 lm exposed to a frequency of the acoustic force of 2 MHz when the control parameter
Fig. 2. Bifurcation diagrams of the UCA microbubble radius driven by 2 MHz of frequency with the initial radius of 5 lm versus pressure: (blue points)
Chaotic behavior before applying the proposed technique, (red points) after applying the SMF control method. (For interpretation of the references to colour
in this figure caption, the reader is referred to the web version of this article.)




















SMF control on 
Fig. 3. Lyapunov spectra of the UCA microbubble radius driven by 2 MHz of frequency with the initial radius of 5 lm versus pressure: Blue points represent
the case before applying the SMF control method while red points represent the system after the SMF control. (For interpretation of the references to colour
in this figure caption, the reader is referred to the web version of this article.)
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increasing pressure amplitudes the microbubble stability is reduced and chaotic oscillations will be obvious which can be
proved by previous studies [35,40–43]. In order to study the possibility of reducing chaos in oscillation of UCA microbubble,
a dynamical control method is applied. Fig. 2 (red points) gives us some information about controlling dynamics after
applying the usage of control method. After the employment of these methods, we observed that the chaotic zone reduces
(see Fig. 2). The maximum Lyapunov exponent is also an important indicator for a dynamical system to have a potentially
chaotic behavior. Accordingly, the maximum Lyapunov exponents is outlined in Fig. 3. Fig. 3 (blue points) introduces the
original system, while Fig. 3 (red points) introduces the controlled system, where Lyapunov exponent is mostly positive
showing a chaotic behavior. The negative Lyapunov exponent demonstrates the stable behavior. In order to better
understand the SMF control method, the controlling technique has also been assumed by plotting the normalized microbub-
ble oscillations versus time in a certain value of the pressure before and after control in Fig. 4. Fig. 4(a) and (b) indicates the


























































































































Fig. 4. Time series, trajectory in state space projection and Poincaré section plot of UCA microbubble radius driven by 5 lm initial radius and 1:5 MPa of
pressure: (a-c) Chaotic oscillations (without applying the proposed technique), (d-f) regular oscillations (after applying the SMF control technique).
Fig. 5. Bifurcation diagrams of the UCA microbubble radius driven by 1 MHz of frequency with the pressure of 1:5 MPa versus initial radius: (blue points)
Chaotic behavior before applying the proposed technique, (red points) after applying the SMF control method. (For interpretation of the references to colour
in this figure caption, the reader is referred to the web version of this article.)
S. Behnia et al. / Applied Mathematics and Computation 245 (2014) 404–415 411chaotic oscillations of microbubble at parameter values (Pa ¼ 1:5 MPa, R0 ¼ 5 lm, f ¼ 2 MHz). The orbit projection (Fig. 4(b))
reveals the strange attractor that is created and Fig. 4(c) presents the Poincaré cross-section1 which does not yet show a com-
plete fractal shape. Therefore, in under control process the oscillations settles onto four stable limit cycles in the state space
trajectory (Fig. 4(e)). It is clearly seen in the Poincaré plot for this state (Fig. 4(f)), where four point are created, the doubling1 The choice of Poincaré section is arbitrary; the only necessary condition is that the trajectory should cross the plane of the section once every acoustic cycle.
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Fig. 6. Lyapunov spectra of the UCA microbubble radius driven by 1 MHz of frequency with the pressure of 1:5 MPa versus initial radius: Blue points
represent the case before applying the SMF control method while red points represent the system after the SMF control. (For interpretation of the references
to colour in this figure caption, the reader is referred to the web version of this article.)
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an easy sample of a period-doubling bifurcation of cycles. Comparison of the cases for UCA microbubble with and without SMF
control action in Figs. 2–4 indicated that the presence of the SMF controller suppresses oscillations and decreases the nonlin-
earity of the responses of UCA microbubble.
5.2.2. Effect of initial radius through applying SMF technique
By considering the initial radius as a control parameter (size of the microbubbles in treatment of uterine fibroids with
HIFU ranges from 1–10 lm [64]) the variation of initial radius on UCA microbubble dynamics has been studied. Fig. 5 (blue
points) shows the second chaotic sample zone (radius-bifurcation diagram of UCA microbubble) before applying the dynam-
ical control technique. It is related to a microbubble subjected to a driving frequency source of 1 MHz and pressure ampli-
tude 1:5 MPa, versus its initial radius as the control parameter. As we observe when the initial radii (R0) is used as the control
parameter, a period doubling sequence is followed by a transition to chaos. Fig. 5 (red points) demonstrates the controlled
dynamics. Also, the control method is tested through the maximum Lyapunov exponent diagrams (see Fig. 6). This figure
illustrates a significant abatement of the maximum Lyapunov exponent from positive values to negative ones indicating that
stable behaviors were achieved after the proposed method was engaged. Fig. 6 (blue points) corresponds the original micro-
bubble dynamics system, and Fig. 6 (red points) corresponds the controlled system.
The obtained results indicate that stable dynamics can be achieved after the SMF control technique (see Tables 2 and 3).
Reducing chaos using SMF control can be practically advantageous, in particular, in applications involving cavitation micro-
bubbles for medical purposes. Introduction of microbubbles has raised HIFU liver tumor destruction through destroying
greater volumes after a short exposure [65]. Since, coated microbubbles are filled with gas, they are so compressible. When
these microbubbles exposed to an ultrasound field, because of the high pressure they contract more. Particularly, in highTable 2
Domain of values of parameters that lead to periodic oscillations in the general K–H equation before and after applying the SMF method (for a bubble/water
system at 20 C). All other physical parameters were kept constant at values given in Table 1.
Effect Constant parameters SMF-OFF SMF-ON
Pressure (MPa) f ¼ 1 e ¼ 15 R0 ¼ 10 Pa < 0:5 Pa < 4
f ¼ 2 e ¼ 15 R0 ¼ 7 Pa < 1 Pa < 4
f ¼ 3 e ¼ 15 R0 ¼ 5 Pa < 1:5 Pa < 4
f ¼ 3 e ¼ 15 R0 ¼ 7 Pa < 3 Pa < 4
f ¼ 1:5 e ¼ 15 R0 ¼ 5 Pa < 0:4 Pa < 4
Shell thickness (nm) Pa ¼ 1 f ¼ 2 R0 ¼ 3 e > 5 e > 1
Pa ¼ 1 f ¼ 1 R0 ¼ 4 e > 14 e > 1
Pa ¼ 2 f ¼ 2 R0 ¼ 6 e > 15 e > 1
Pa ¼ 0:5 f ¼ 1 R0 ¼ 6 e > 6 e > 1
Pa ¼ 2 f ¼ 1 R0 ¼ 5 e > 18 e > 1
Table 3
Results of the SMF control tests for the domain of values of parameters that lead to chaotic oscillations in the general K–H equation (for a bubble/water system
at 20 C). All other physical parameters were kept constant at values given in Table 1.
Effect Domain of chaotic oscillations Results
Initial radius (lm) 4 < R0 < 7 Pa ¼ 1:2 f ¼ 2 e ¼ 15 Successa
4 < R0 < 8 Pa ¼ 1:5 f ¼ 2 e ¼ 15 Success
4 < R0 < 9 Pa ¼ 2 f ¼ 2 e ¼ 15 Success
1 < R0 < 10 Pa ¼ 3 f ¼ 1 e ¼ 15 Success
6 < R0 < 7 Pa ¼ 1 f ¼ 2 e ¼ 15 Success
a After applying the proposed technique for the physical parameters were kept constant at values given in Tables 1 and 3, no chaotic radial oscillations
occurred within 1 < R0 ðlmÞ < 10.
S. Behnia et al. / Applied Mathematics and Computation 245 (2014) 404–415 413pressure amplitudes, the behavior of microbubbles in the state of the ones necessary for HIFU, is chaotic. Obviously, all of the
techniques that can help to decrease the chaotic oscillations are very important, because in this way predictability and safety
of treatment increase [9–11,66–68]. In fact, because of this negative impression of chaotic behaviors in treatment, reducing
chaotic oscillations of microbubble dynamics can be a primary step in increasing the safety and predictability of the treat-
ment. For examining the capability of SMF method to control chaotic oscillations of microbubbles during HIFU, we have con-
sidered the case of the injected microbubbles in the above numerical.
6. Conclusion and outlook
This paper the dynamics of acoustically driven shelled microbubble is explained by using the techniques of chaos the-
ory[33,35,43,40–42]. All of the outcomes indicate its nonlinear and chaotic behaviors with respect to the variations in the
control parameters of the general Keller–Herring equation [22,23]. So according to the light of the discussion, it can be
stated that acoustic forcing term demonstrates its influence on the microbubble dynamics [35,44,56]. As a result, acoustic
pressure amplitude is one of most important factors in the stability of the microbubble. Practically, frequency of the
acoustic is the other important factor in the microbubble dynamics [33,35,62,63]. It is also an important factor, which
can influence UCA microbubble dynamics. In order to decrease chaotic oscillations of the UCA microbubble, by considering
frequency of the acoustic as a practical control technique, the novel and practical control technique based on the fre-
quency is presented. Based on the obtained results it can be concluded that, the application of the presented method
in the control of the chaotic domain has an important advantage in the control of the radial response of UCA microbubbles
to an acoustic pressure field. This particular control scheme is so prominent since it is adaptable to applications involving
cavitation event such as HIFU treatment of brain tumors [7,10,65,69–72]. Expansion of cavitation microbubbles in the
treatment site can cause power reduction essential for tumor ablations by immediacy mechanical impress or amplifying
the temperature [70].
Consequently, we can select a corresponding control process to match our physical conditions. By focusing on the mech-
anisms governing the transition from the chaotic oscillations to the stable region, this study opens a new horizon in studying
chaotic control behavior of nonlinear dynamics of encapsulated microbubble. It should be noted that controlling the chaotic
oscillations of microbubbles in ultrasonic fields is studied without requiring any knowledge about the state of system. This
method is simple and easy to implement experimentally. Also, it can be easily applied to a bubble cluster in an ultrasonic
field [73].
Appendix A. Stability analysis
The first-order differential equations for the specific example (Eq. 1) are of the following form:_x ¼ yx0 ;
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ðA:1Þwhere h is the cyclic variable. Hence the first-order differential equations for the specific example (Eq. 1) with dynamical
parameter are of the following form:
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